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Date Prepared April gth 2014
Common Name Pedicle screw spinal system
Trade Name Romeo® posterior osteosynthesis system
Classification Name Pedicle screw spinal system
Class II
Product Code MNH, MNI
CFR section .. 888.3070
Device panel ORTHOPEDIC
Legally marketed Ellipse posterior osteosynthesis system (K081165) and Romeo®
predicate devices posterior osteosynthesis system (K(101678)

Romeo® posterior osteosynthesis system is intended to provide
immobilization and stabilization of spinal segments in skeletally
mature patients as an adjunct to fusion in the treatment of the
following acute and chronic instabilities or deformities of the
thoracic, lumbar, and sacral spine: severe spondylolisthesis (grades
3 and 4) of the L5-S1 vertebra; degenerative spondylolisthesis with
objective evidence of neurologic impairment; fracture; dislocation;
scoliosis; kyphosis; spinal tumor; and failed previous fusion

Indications for use (pseudarthrosis).
When used as a posterior, non-cervical, non-pedicle screw fixation
system, Romeo® posterior osteosynthesis system is intended for
the following indications: degenerative disc disease (DOD) (defined
as back pain of discogenic origin with degeneration of the disc
confirmed by history and radiographic studies); spondylolisthesis;
trauma (i.e., fracture or dislocation); spinal stenosis; curvatures
(i.e., scoliosis, kyphosis, and/or lordosis); tumor; pseudloarthrosis;
and failed previous fusion.
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The Romeo® posterior fixation system comprises polyaxial screws,
monoaxial screws, spondylolisthesis screws, setscrew, straight and
pre-bent Titanium or CoCrMo rods, and cross connectors. The

Description of the Romeo® Polyaxial Screws come in various lengths (from 25 to 90
device mm) and diameters (4.0, 4.5, 5.0, 5.5, 6.0, 7.0 and 8.0 mm) to

accommodate different patient anatomies. The modification to
Romeo® posterior osteosynthesis system consists of the addition of
a polyaxial pedicle screw 5 mm in diameter and 25 mm in length.
Romeo® pedicle screws are made of Titanium Ta6V Eli grade

Technological conforming to ASTM F136. Romeo® pedicle screws are delivered
Characteristics either sterile (gamma sterilization) or not sterile and supplied with

dedicated surgical instruments (reusable - provided non sterile).
Romeo® posterior osteosynthesis system conforms to special
control established for Pedlicle screw spinal system and to < Spinal

Discussion of Testing System 510(k)s - Guidance for Industry and FDA Staff Document >
issued on: May 3, 2004. No additional testing has been performed
for the added polyaxial pedicle screw.
The extended range of Romeo® posterior osteosynthesis system is
substantially equivalent to its predicate devices in terms of
intended use, material, design, mechanical properties and function.

Conclusion IVerification Activity and Validation Activity demonstrate that the
added polyaxial pedicle screw is as safe, as effective, and performs
at least as safely and effectively as its predicates polyaxial pedicle
screws (K081165 & K(101678).
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Dear Mr. Pennesi:

We hav .e reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act.

The general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRH does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class IIl (PMA),
it may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 2 1, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CER Part 801); medical device reporting (reporting of medical
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device-related adverse events) (2!1 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CER Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 oftile Act); 2! CFR 1000-1050.

lfyou desire specific advice for your device oH our labeling regulation (2 1 CFR Part 801), please
contact thle Division of' Industry and Consumer Education at its toil-free number (800) 638-204!
or (301) 796-7 100 or at its I nternet address
littp://wNvw.fda,gov/MedicalIDevices/RCSOiCeSfortYou/]nduiStrv/deF,,itlt.litii. Also, please note
the regulation entitled, "Misbranding by reference to premarket notification" (21 CFR Part
807.97). For questions regarding the reporting of adverse events tinder the MDR regulation (21
CER Part 803), please go to
htto://Nv~vN.fdaLov/MedicalDcvices/Safetv,/ReportaProblein/default.littn for the CDRI-'s Office
of Surveillance and Biometrics/Division of'Postmarket Surveillance.

You may obtain other general information onl your responsibilities under thle Act from thle
Division of Industry and Consumer Education at its toll-free nlumber (800) 638-2041 or (301)
796-7100 or at its Internet address
http://wxvww.l'ca.ov/MedicaiDevices/RcsourtcesforYou/lndustrv/defaiult.litin.

Sincerely yours.

Ronald P. Jean -S for

Mark N. Melkerson
Director
Division of Orthopedic Devices
Office of Device Evaluation
Center for Devices and

Radiological H-ealth

Enclosure
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Device Name
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Indications for Use (Describe)
ROMIOp1 krff'03oiiesssciT is nlended ii0--rvide"'immohlizaton iiilii stahiliiiii6i, of spiilsepmelxs in
skeletally nature paients as an 'ad'u- ofsini h triain ofth, f~follo..g aiute and chroinic'inslabilitits or
dcrunniticso~itn. thoic, lumber, and sacral spine: SLVun spn)llshss(uds1 td4 fis.5 I- S Ltbd

.enerative spolndvloltsihlsis wvith objec~tive evidece of aieuro lgic Imnpement iaiis iIoainsooi
kypliosis: spinal turmor and fatkd! previous lusion (pstudnflhrosis).
AWheicn use-itis a postlrmnrnon-tejvict, non pedtik. screw, isaioi systcn,;ROPMfiO posleflor tixtL(Thyl1tLibi Syistem-is
iiitadicr erol lonviingi indiatoions: cciicrauvt. disc. diseatse(ODD) (delincd as back pain of discogeoi origin with
degeasruation ol'thL disectonfuinned by historvaiidradiographic sindes); spon ,dylolisric sis trauma (i.e. fRacurt-or
dislocation): spinal stentosis cuvatres'a ie .loi- i lddd ordosis)::iunoi; pseuddtho lad failed
prvious fusion .

Type of Use (Selectf one or both, as applicable)
ElPrescription Use (Pant 21 CFR 801 Subpart D) ElOver-The-Counter Use (21 CFR 801 SuiprirC)
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This section applies only to requirements of the Paperwork Reduction Act of 1995.

*DO NOT SEND YOUR COMPLETED FORM TO THlE PRA STAFF EMAIL ADDRESS BELOW.

The burden time for this collection of information is estiated to average 79 hours per response, Including the
lime to review instructions, Search existing data Sources, gather and maintain the data needed and complete
and review the collection of information. Send comments regarding lis burden estimiate or any other aspect
of this information collection, including suggestions for reducing this burden. to

Department of Health and Human Services
Food and Drug Administration
Office of Chief Information Officer
Paperwork Reduction Act (PRA) Staff
PR4Stafft~(da.hhs.gov

'-An agency may not conduct or sponsor and a person is not required fo respond to, a collection of
information unless if displays a currenfly valid 0MB number.
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